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Abstract: Dynamic acousto-elastic testing (DAET) is based on the coupling of a low-
frequency (LF) acoustic wave and high-frequency ultrasound (US) pulses (probing wave). It
was developed to measure US viscoelastic and dissipative non-linearity in trabecular bone. It is
well known that this complex biphasic medium contains microdamage, even when tissues are
healthy. The purpose of the present study was to assess the sensitivity of DAET to monitor
microdamage in human calcanei. Three protocols were therefore performed to investigate the
regional heterogeneity of the calcaneus, the correlation between DAET measurements and
microdamage revealed by histology, and DAET sensitivity to mechanically induced fatigue
microdamage. The non-linear elastic parameter b was computed for all these protocols. The
study demonstrated the presence of high viscoelastic and dissipative non-linearity only in the
region of the calcaneus close to the anterior talocalcaneal articulation (region of high bone
density). Protocols 1 and 2 also showed that most unsorted calcanei did not naturally exhibit
high non-linearity, which is correlated with a low level of microcracks. Nevertheless, when
microdamage was actually present, high levels of US non-linearity were always found, with
characteristic non-linear signatures such as hysteresis and tension/compression asymmetry.
Finally, protocol 3 demonstrated the high sensitivity of DAET measurement to fatigue-induced
microdamage.
Keywords: trabecular bone, microdamage, acousto-elasticity, acoustic non-linearity,
viscoelasticity
1 INTRODUCTION
Determination of bone strength is a wide and highly
complex research domain. It is now clearly under-
stood that bonemineral density (BMD) is not the only
factor that may help to predict risk of fracture [1];
among other things, microdamage is suspected of
being a significant determinant of bone strength.
Microdamage may also have a significant role in the
ability of the bone to repair damaged regions [2, 3].
However, a pathologic imbalance between remodel-
ling and accumulation of microdamage may directly
impact on the mechanical properties of the bone
[4]. In particular, it has not been clearly established
whether accumulation ofmicrodamage is a cause or a
consequence of the bone remodelling process [5].
Non-invasive clinical characterization of bone
strength is currently obtained by dual-energy X-ray
absorptiometry (DEXA) measurements and periph-
eral quantitative computed tomography (pQCT).
Both techniques provide essential information on
BMD, although pQCT provides greater space resolu-
tion and thus preliminary display of bone micro-
architecture. Another approach, namely quantitative
ultrasound (QUS), is increasingly being used for the
evaluation of bone diseases [6]. Linear QUS techni-
ques have shown their ability tomonitor bone changes
(microgravity, bed rest) and to detect populations
at risk of fracture [7]. However, the ultrasound (US)
*Corresponding author: Universite´ F. Rabelais, Unite´ «Imagerie
et Cerveau», e´quipe 5, UMRS INSERM U930/CNRS ERL 3106,
37032 Tours, France.
email: helene.moreschi@etu.univ-tours.fr
velocity and attenuation (BUA, broadband ultrasound
attenuation) measured by these methods are not di-
rectly sensitive to the level of bone damage.
The dynamic acousto-elastic testing (DAET) meth-
od [8], based on the interaction of two acoustic waves,
was recently developed to assess the level of micro-
damage in trabecular bone samples. In this method, a
low-frequency (LF) wave acts as a tension/compres-
sion quasi-hydrostatic pressure, and high-frequency
US pulses are used as a probe wave to measure the
non-linear (NL) viscoelastic and dissipative proper-
ties in bone samples.
In the study reported herein, all measurements
were made on human calcanei. Although this bone
site is not a specific site for osteoporotic fracture,
several studies involving QUS measurements have
reported that it provides a good indication of fracture
risk as well as spine and femur BMD [7, 9, 10].
DAET sensitivity for quantifying bone damage was
assessed by three different experimental studies. In
view of the heterogeneity of the calcaneus (complex
three-dimensional network of trabeculae with sev-
eral main orientations), DAET measurements were
performed in two regions with significant differences
in porosity. These two regions were analysed using
confocal laser scanning microscopy to correlate the
non-linearity measured with the level of micro-
damage. For the second study, a group of seven
parallelepipedic samples were extracted from seven
calcanei originating from human donors (principal
direction of trabeculae aligned with the physiologi-
cal loading axis). DAET measurements were per-
formed on each sample before staining for observa-
tion by confocal laser scanning microscopy. The
third protocol aimed to assess the level of micro-
damage induced by uniaxial compression fatigue
testing. Each sample was measured with the DAET
method before and after mechanical testing to follow
possible extension of microdamage.
The aim of the present study was thus to assess
DAET sensitivity for the measurement of levels of
microdamage in trabecular bone tissue, by evaluat-
ing the relationship between the classical NL elastic
parameter b and the level of microdamage.
2 MATERIALS AND METHODS
2.1 Specimen preparation
Eighteen cancellous bone specimens (from human
donors) were divided into three groups, correspond-
ing to the three protocols. Eight whole calcanei were
studied in the first protocol. Ten others were cut into
parallelepipedic samples: seven were used in the
second protocol and three were used in compression
fatigue testing.
All calcanei were cleaned of soft tissue and
marrow, and defatted using the SupercritH technique
(BioBank, Paris, France) which eliminates fats while
protecting the organo-mineral structure of bone
tissue (supercritical CO2 delipidation) and its me-
chanical properties [11]. This cleaning process en-
ables specimens to be kept at room temperature.
The Supercrit method of removing the fat from cal-
canei requires cutting of both lateral cortical faces
into planes parallel to the sagittal plane.
One further calcaneus used in the first protocol
was depleted of marrow by immersion in hot water
and then in trichloroethylene. However, the latter
cleaning process causes damage to the collagen of
the bone tissue.
2.2 Dynamic acousto-elastic testing
An experimental technique, similar to the method
proposed by Ichida et al. [12] and named DAET
[8, 13, 14], was developed to measure viscoelastic
and dissipative acoustic non-linearity both non-
invasively and regionally.
The DAET experimental configuration (Fig. 1) was
based on the interaction of two acoustic waves
propagating in perpendicular directions: an LF
sinusoidal acoustic wave (long burst of approxi-
mately 100 periods) and US pulses with a central
frequency of 0.1–1MHz. The trabecular bone sample
was placed in the interaction region of the two
acoustic beams. The LF acoustic wave selected was
between 1 and 5 kHz (typically 2.8 kHz) so that the
corresponding wavelength in water was approxi-
mately ten times greater than the US path, according
to the assumption of a quasi-static pressure.
Furthermore, the US pulses were emitted with a
repetition rate approximately ten times higher than
the LF wave frequency (typically 20 to 40 kHz). The
US pulses therefore probed the medium at different
states of the quasi-hydrostatic pressure: successive
tension (expansion) and compression phases. Two
long time-domain signals (80–100ms) were re-
corded, i.e. the LF pressure (using an LF hydro-
phone) and the US pulses. Time-of-flight modula-
tion (TOFM) and relative amplitude modulation
(RAM) of US pulses induced by the LF acoustic
wave were calculated. TOFM and RAM are asso-
ciated with viscoelastic and dissipative non-linearity,
respectively [13].
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The different steps of the data analysis process are
illustrated in Fig. 2. EachUS pulse–echowas compared
in phase (DTOF) and in amplitude with the first ref-
erenced pulse (no LF stressed) as presented in Fig. 2(a),
leading to the construction of the TOFM and RAM
time-domain functions. As expected, in water, TOFM
and LF pressure have opposite phases (Fig. 2(b)).
2.2.1 Viscoelastic non-linearity
TOFM was obtained from the time position of the
maximum of the cross-correlation between the first
US pulse signal propagated through the steady
medium (no LF stress) and the following pulses
(with LF stress). It can be easily established that
TOFM (nanoseconds) is proportional to the varia-
tions in the viscoelastic modulus K [13, 14]
TOFMsample~TOF ið Þ{TOF refð Þ
~{
Lsample
2rsamplec
3
sample
DKsample ð1Þ
where Lsample is the US propagation distance in the
sample length, rsample and csample are the medium
density and US velocity in standard conditions
(ambient pressure, 20uC), and DK represents the
small variations in the elastic modulus.
In a first approximation, the second-order devel-
opment of Hooke’s law was considered
s~K e~K0 1zbeð Þe ð2Þ
This allowed defining the quadratic NL elastic
parameter b, where s and e are the stress and strain,
respectively. The parameter b provides a first quanti-
fication of the elastic non-linearity.
2.2.2 Dissipative non-linearity
RAM (%) is the normalized difference in amplitude
(Ampli) between the current US pulse and the first
reference pulse
RAM~
Ampli ið Þ{Ampli refð Þ
Ampli refð Þ |100 ð3Þ
Instantaneous TOFM and RAM were plotted as a func-
tion of the instantaneous LF acoustic pressure (dy-
namic acousto-elastic diagrams). Figure 3 illustrates
such diagrams obtained in water: TOFM was close
to 22ns at 50kPa; there was no RAM (noise level).
The quadratic NL elastic parameter b was calcu-
lated from the linear regression of TOFM in relation
to the LF pressure curve as
b~{
2rsamplec
3
sample
Lsample
DTOFM
DpLF
ð4Þ
A positive value of b corresponds to a negative slope
of the TOFM curve (equation (4)). b5 5.6¡ 0.1 was
measured for water at 21uC (straight line in TOFM
plot in Fig. 3(a)), close to the value reported in the
literature (b5 5).
In the case of a DAET measurement performed in
a bone sample, any non-linearity due to water was
subtracted from the measurement of TOFM. How-
ever, trabecular bone samples are complex biphasic
(water and solid bone tissue) media, whose porosity
is not easily defined. In consequence, the calculated
value of b corresponds to the b value of an overall or
effective medium (waterlogged sample).
The linear parameters BUA and csample were also
calculated for each measurement. These two para-
meters are partly related to the density of the medium:
Fig. 1 DAET experimental configuration
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the higher themediumdensity, the higher the BUA and
csample values.
2.3 Mechanically induced damage
In the third protocol (section 3.3), specimens were
subjected to compression fatigue testing to simulate
microcracks created during physiological cyclic load-
ing [15]. Three samples of calcanei from three human
donors were machined into parallelepipeds. In the
sameway as before, themain axis of the specimenwas
approximately aligned with the physiological loading
of the calcaneus bone. Sample ends were embedded
in AralditeH epoxy resin (end caps) to minimize the
effects of end artefacts on mechanical testing.
Compression fatigue tests were carried out in an
INSTRON Electropuls E1000 testing machine at
ambient temperature. The three specimens, moist-
urized the day before, were preloaded at 30N to
ensure full contact. The frequency of loading was
fixed at 2Hz (near to gait frequency). Pre-cycling was
performed between strains of 0.2 and 0.6 per cent for
60 cycles to measure the initial Young’s modulus.
Young’s modulus was evaluated using the most
linear part of the loading curve. Load-controlled
fatigue was then applied with a load normalized
Fig. 2 (a) First (- - # - -) and Nth (—) US pulse–echoes; (b) TOFM (—N—) and LF pressure
(—#—) time-domain functions obtained in water
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between 0.2 and 0.6 percent of strain; Young’s
modulus was calculated throughout the test every
20 cycles and fatigue tests were stopped at 50 per
cent reduction in Young’s modulus.
2.4 Histological quantification of damage
For the first two protocols, a histology analysis was
performed by confocal laser scanning microscopy
[15], in order to compare US non-linearity levels and
microdamage levels. Samples (in sections 3.1 and 3.2)
were stained with either alizarin complexone (0.02
per cent) or green calcein (0.005 per cent) for 8h
after DAET measurements. They were then rinsed in
deionized water to remove any unbound dye.
These specimens were embedded in Araldite
epoxy resin. Two or three ‘thin’ sections (200–
300 mm) of each sample were cut along the US probe
axis and mounted on glass slides. Microdamage was
studied using a 106 objective lens and quantified for
each slice in a plane parallel to the US pulse
propagation direction. A 1mm wide region at each
side of the section was not analysed to avoid damage
induced by sample preparation. Binarization proces-
sing of the images from microscopy was used to
estimate the relative bone area analysed. Micro-
damage was quantified for each specimen by meas-
uring crack density, i.e. the number of cracks per rel-
ative bone area of the slides studied.
3 RESULTS
3.1 Regional DAET measurements in whole
calcanei: influence of trabecular porosity
3.1.1 DAET and linear US characterization
The heterogeneous density distribution and the
various trabecular orientations within a calcaneus
led to the performance of DAET measurements on
whole bones in order to detect levels of non-linearity
particular to a given region. Eight trabecular bones
were removed from four human donors (all female,
79 to 88 years of age). As shown in Fig. 4, two regions
of interest (ROI) were investigated in particular:
(a) a low-porosity region with a mainly plate-like
architecture, located in the upper part of the
calcaneus;
(b) a higher-porosity homogeneous region, located
in the posterior part of the calcaneus (as defined
in reference [16]).
Linear BUA and csample US parameters were meas-
ured and found to be well correlated (r25 0.86)
(Table 1). There was no acoustic non-linearity in
region 2. The mean BUA values for all samples were
95¡ 43 dB/MHz in region 1 and 83¡ 29 dB/MHz in
region 2. The velocity was close to 1751¡ 198m/s
in region 1 and 1626¡ 65m/s in regions 2. These
results clearly indicate the higher inter-specimen
Fig. 3 (a) TOFM and (b) RAM in water compared to instantaneous LF pressure. The straight line
in Fig. 3(a) was plotted using the b value reported in the literature (close to 5). There was
no RAM in water (noise level)
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variability in region 1 compared with region 2. In-
stantaneous TOFM and RAM were plotted and
analysed as a function of instantaneous LF pressure
(Fig. 5).
The instantaneous TOFM diagram in water was a
linear function of LF pressure (Fig. 3(a)) without any
hysteresis or strong asymmetry (tension/compres-
sion), as expected in a classical NL material. In this
case no dissipative non-linearity was observed (noise
level). In the presence of microdamage, higher levels
of non-linearity were measured, mostly associated
with asymmetry and hysteretic behaviour (non-
classical NL behaviour). Moreover, dissipative non-
linearity was always observed. In this case, it was
necessary to calculate values of b separately in
tension (bt) and compression (bc) phases (Table 1).
Weak viscoelastic non-linearity was measured in
region 2: b5 5¡ 2 (including calcaneus 7).
Sample 7 in region 1 exhibited very high viscoe-
lastic and dissipative non-linearity (Fig. 5(a)), with a
b value of 2176¡ 37 (average over three measure-
ments). The mean b value for the other seven
calcanei was 8¡ 4.
Except in calcaneus 7, the RAMmeasured was close
to the noise level (¡0.2 per cent) in both regions 1
and 2. DAET induced opening and closing of the
microcracks (LF pressure), leading to attenuation of
US pulses and velocity modulations. RAM was less
attenuated in compression than in tension, probably
because microcracks more easily open than close.
Since calcaneus 7 exhibited high levels of non-
linearity in region 1, it was examined by microscopy
(in both regions 1 and 2).
In addition to this protocol, DAET measurements
were performed on a calcaneus defatted by immer-
sion in a bath of trichloroethylene for a few days
(more destructive process). Measurements were
performed in region 1 (upper part of the calcaneus).
Compared with Fig. 5, a positive b value can be seen
in Fig. 6, and similar levels of viscoelastic and
dissipative non-linearity. Moreover, asymmetry in
the TOFM curve can be seen, which means that the
sample had two distinct values of the NL b
parameter: one in tension (bt5 162) and the other
in compression (bc5 15).
Confocal laser scanning microscopy was also
performed on this sample to evaluate the level of
microdamage in the region measured.
3.1.2 Histology
Calcaneus 7 and the calcaneus defatted by trichlor-
oethylene were analysed using a laser scanning
confocal microscope to compare the DAET results
with existing microdamage. Calcaneus 7 was divided
into two blocks corresponding to regions 1 and 2,
whereas the other calcaneus was analysed by
microscopy only in region 1.
Two types of damage were detected in calcaneus 7:
(a) microdamage in the form of linear microcracks
(Figs 7(a) and (b));
(b) macrodamage in the form of split trabeculae,
which should not be confused with microfrac-
ture (Fig. 7(c)).
To the authors’ knowledge, this latter kind of damage
has not previously been reported in papers dealingwith
damage within bone. However, it could be identified
with linear cracks described byMoore and Gibson [17].
Fig. 4 Two regions measured on human calcanei with
DAET. Regions 1 and 2 correspond to the upper
(low porosity) and posterior (high porosity)
ROI, respectively
Table 1 Linear and NL parameters of the specimens measured in region 1
Sample csample (m/s) BUA (dB/MHz) b bt bc
1 1587 52 6 5 5
2 1590 66 8 8 7
3 1610 70 3 2 4
4 2084 149 14 20 21
5 1566 50 6 6 6
6 1901 128 8 9 8
7 1905 159 2176 2163 2195
8 2101 141 12 11 11
bt, b calculated in tension phase; bc, b calculated in compression phase.
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DAET may also be sensitive to such splits, and both
types of damage were therefore counted separately.
As presented in Table 2, the amount of damage
quantified in region 1 was twice as high as in region 2,
in agreement with DAET measurements: viscoelastic
and dissipative non-linearity was higher in region 1.
Moreover, the difference in bone density (41.6 and
29.0 per cent in regions 1 and 2, respectively) was not
Fig. 5 Three TOFM (a) and RAM (b) curves measured in region 1 for calcanei 1, 3, and 7.
Calcaneus 7 exhibits slight asymmetry between tension and compression phases
Fig. 6 (a) TOFM and (b) RAM in relation to LF pressure measured in a calcaneus defatted by
trichloroethylene. Asymmetry in tension and compression characterizes NL behaviour
that is different in tension and in compression
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the only explanation for the difference in crack den-
sity. Being close to the talus, more stress is concen-
trated in region 1 during physiological loading than in
region 2, which may explain this difference.
The microdamage level observed in confocal im-
ages in the trichloroethylene-defatted calcaneus was
much higher than had been seen before. There were
at least ten times more cracks than in region 1 of
sample 7. Several microscopy images of this sample
are presented in Fig. 8.
3.2 DAET in parallelepipedic calcaneal samples
extracted along the principal trabecular
orientation
The aim of the second protocol was to establish a
relationship between measurements of US non-
linearity and quantification of microdamage (histol-
ogy). Seven samples of trabecular bone were taken
from seven calcanei from human donors and ma-
chined into parallelepipedic specimens. The main
sample direction was approximately aligned with the
physiological loading axis, which was perpendicular
to the direction of observation reported in section
3.1. In order to obtain an acceptable signal-to-noise
ratio (SNR) for the US pulses received (> 30dB),
specimen length ranged from 20 to 25mm.
3.2.1 DAET
At least three DAET lengthwise measurements were
performed in bone samples, with sample reposition-
ing between each measurement. Only one sample
(sample Z) differed from the others, providing very
high TOFM levels (Fig. 9). The other six samples did
not display any asymmetry in the TOFM curve, and
only mean values of b are listed in Table 3.
3.2.2 Histology
To relate the acoustic non-linearity and the actual
microdamage objectively, samples were stained
according to the labelling protocol described in
section 2 and embedded in Araldite epoxy resin.
Two thin sections were cut from each sample along
the US probe axis. Microdamage was observed under
confocal epifluorescence microscopy as described
in section 2. Only sample Z exhibited a high level of
microdamage (1.175¡ 0.090 per mm2, all damage
taken together, whereas quantified damage in the
other samples did not exceed 0.563¡ 0.010 per
mm2, see Table 3). The same specimen Z also
differed from the others in DAET measurements
(hysteresis).
After sample Z, two samples (M and X) provided
the highest values of parameter b, which were quite
low values in relation to crack density. However, the
microcracks observed were very different from the
damage previously described and identified. Most of
the quantified damage was due to stained cement
lines which were clearly different from microcracks.
3.3 Sensitivity of DAET to mechanically induced
damage
The goal of this pre-study was to investigate the
sensitivity of the DAET technique to microdamage
induced by uniaxial compression fatigue testing.
Fig. 7 Examples of damage observed in region 1 by
confocal laser scanning microscopy: (a) and (b)
two single linearmicrocracks; (c) split trabeculae
Table 2 Mean damage quantification in
calcaneus 7 using confocal laser
scanning microscopy of three
slices for each region
Region 1 Region 2
CrDn (/mm2) 0.201 0.105
SD 0.015 0.013
SpTDn (/mm2) 0.263 0.109
SD 0.047 0.039
RBAr (%) 41.6 29.0
CrDn, crack density; SD, standard deviation; SpTDn,
surface density of split trabeculae; RBAr, relative bone
area.
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3.3.1 Fatigue testing
Three specimens (A, B, and C) were damaged mech-
anically, and their results are presented in Table 4. As
reported in Fig. 10, the mechanical experiments in-
duced damage that could be assessed by the ratio of
the initial Young’s modulus to the current Young’s
modulus.
Table 4 summarizes the different fatigue test
characteristics, including initial Young’s modulus,
fatigue loading range, and number of cycles to
failure. The measured value of the b parameter is
also included. The observed high difference in the
number of loading cycles between samples, particu-
larly for sample A, can be first explained by the high
inter-specimen variability. In addition, the samples
Fig. 8 Examples of images of damage in the calcaneus defatted by trichloroethylene performed
by confocal laser scanning microscopy
Fig. 9 TOFM in relation to LF pressure for the one parallelepipedic calcaneal sample that
exhibited strong non-linear behaviour. The positive slope reveals a negative value of b
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size is also big enough to include heterogeneous
porosity regions.
3.3.2 DAET
DAET measurements were performed three times on
samples before and after mechanical testing. All
specimens exhibited strong NL behaviours that were
very different from those of water. TOFM amplitudes
for sample A were slightly higher after compression
fatigue testing and RAM was identical before and
after fatigue testing, whereas TOFM amplitudes for
samples B and C were much higher after mechanical
testing (Fig. 11). Sample B also exhibited significant
hysteresis after fatigue testing, possibly characteriz-
ing significant non-classical hysteretic non-linearity
such as microcracks.
4 DISCUSSION
The current study focused on the ability of the DAET
method to detect microdamage in the human
calcaneus. US viscoelastic and dissipative non-
linearity was therefore measured in several trabecu-
lar bone samples in three different protocols.
4.1 Little intrinsic acoustic non-linearity in
calcaneus
The heterogeneity of the calcaneus was first inves-
tigated with regard to NL US measurements (proto-
col 1). In particular, the impact of trabecular bone
porosity on DAET measurements was assessed in
two different porosity regions. Two calcanei out of
nine exhibited very high US non-linearity in the low-
porosity region, being one order of magnitude higher
than the other calcanei for TOFM (15 to 20ns,
Table 3 Quantification of damage averaged
over two slices and the mean b value
over three DAET measurements for
seven samples of calcaneal trabecular
bone
Sample CrDn (/mm2) SD ,b.
Q 0.123 0.030 4
R 0.080 0.060 6
T 0.155 0.080 4
P 0.115 0.080 0
M 0.381 0.120 31
X 0.563 0.010 14
Z 1.175 0.090 2152
CrDn, crack density; SD, standard deviation; ,b., mean
of b.
Table 4 Mechanical fatigue testing parameters and DAET b measurements for three calcaneal
samples
Sample E0 (MPa) Load range (N) Nf bbefore bafter
A 274 52–257 24 470 21 231
B 268 61–283 504 2132 21066
C 510 44–475 713 26 2524
E0, initial Young’s modulus; Nf, number of cycles to failure; bbefore, b value measured before mechanical fatigue
testing; bafter, b value measured after mechanical fatigue testing.
Fig. 10 Evolution of Young’s modulus for the three samples
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Fig. 11 TOFM and RAM compared to LF pressure before () and after (#) uniaxial compression
fatigue testing for the three samples (A, B, and C). Straight line5 theoretical TOFM in
water
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bj j&50) and more than 2 per cent for RAM. In both
cases, the corresponding bone measurement region
was close to the anterior talocalcaneal articulation.
This is a dense region of the calcaneus, accumulat-
ing significant physiological stress and thus a
possibly higher level of microdamage. The other
seven calcanei tested exhibited low levels of acoustic
non-linearity in this upper dense region, explained
either by a low level of microdamage and/or by the
sensitivity of the DAET to detect low levels of
microdamage. The sensitivity of the DAET method
relies on a very good US pulse SNR. The accuracy of
the cross-correlation technique used to assess the
TOFM is in fact highly dependent on the SNR value.
High bone density regions obviously lead to poorer
SNR. If the level of microdamage is not high enough
the TOFM is close to the noise level.
In the higher-porosity region in the lower poster-
ior part of the calcaneus the DAET measurements
exhibited very low non-linearity for TOFM (1 to 2ns,
bj j%10) and for RAM (lower than 0.5 per cent). This
lower US non-linearity, close to that of water, may be
explained by either a smaller amount of bone tissue
probed by the US pulses and/or to a lower density of
microcracks.
Confocal laser scanning microscopy histology per-
formed on calcaneus 7 defatted using the Supercrit
method (low- and high-porosity regions) and on the
trichloroethylene-defatted calcaneus supports these
observations. In particular, it was shown that a high
level of microdamage is well correlated with high and
complex (asymmetry, hysteresis) NL responses.
In addition to these results, different NL behaviours
were observed in the low-porosity region of calcaneus
7 and in the trichloroethylene-defatted calcaneus.
The former exhibited high negative b values and the
latter positive values. This was probably due to the
defatting process, which in the first case ensured
minimal denaturation of the organo-mineral struc-
ture compared with the latter. Clarification of this is
being addressed in a further study.
4.2 Acoustic non-linearity correlated well with
microdamage in calcaneal trabecular bone
The second protocol was performed to confirm the
relationship between DAET measurements and
damage using confocal laser scanning microscopy
analysis on eight parallelepipedic trabecular bone
samples (22mm length) extracted from Supercrit-
defatted calcanei. This study showed a good correla-
tion between high levels of viscoelastic and dissipa-
tive non-linearity and high levels of damage.
Although only one sample out of eight exhibited
high and complex NL behaviour, the crack density of
this sample was twice as high as the others. It should
be noted that sections were cut according to the
main physiological loading axis. The density of the
trabecular network was therefore fairly heteroge-
neous and differed slightly from one specimen to
another. Here again, amplitudes of acoustic non-
linearity are extremely dependent on factors such as
the SNR of US pulses, the amount of bone material
probed by the US pulses, and the level of damage.
Solid non-damaged materials exhibit classical NL
b values of up to 15. When such media include
microdamage, b values are very high and mostly
associated with non-classical hysteretic NL beha-
viours in rocks [18–20] and cortical bone tissue [21,
22]; as for example in good agreement with our
results in protocols 1 and 2. In all the samples
probed with the DAET method, very few (three to
five out of 17) exhibited high levels of non-linearity.
The native microdamage in trabecular bone does not
seem that high. The question to be answered in the
study was to identify the threshold of microdamage
to which DAET is sensitive and whether it corre-
sponds to a risk of fracture. To attempt to provide
answers to this question a third DAET protocol was
performed on three trabecular bone samples before
and after a mechanical fatigue test aiming to induce
damage.
4.3 DAET sensitivity to mechanically induced
microdamage
Despite the variations between the specimens in
terms of number of cycles to failure (even for similar
initial Young’s moduli) and the limited number of
specimens, the results from this preliminary fatigue
protocol suggest that DAET is sensitive to mechani-
cally induced damage. Viscoelastic and dissipative
non-linearity increased with accumulation of da-
mage. Damage accumulation was quantified by the
evolution of the Young’s modulus throughout load-
ing cycles. As mentioned before, viscoelastic non-
linearity was associated with hysteretic loops, asym-
metric curves in tension/compression phases, and
high TOFM magnitudes (DTOFM5 5, 40, and 50ns
for bone samples A, B, and C, respectively). High
levels of dissipative non-linearity were also observed,
which confirmed the presence of microdamage.
There is in fact no dissipative non-linearity in non-
damaged materials.
The quadratic NL elastic parameter b is obtained
from a linear regression of the TOFM diagram
Monitoring trabecular bone microdamage
(TOFM as function of instantaneous LF pressure).
However, the calculation of b also requires sample
density and US pulse velocity measurements. These
two parameters have a significant impact on b
amplitude (equation (4)). Since it is difficult to
assess sample density, this parameter was fixed at
1180 kg/m3. In contrast, the US pulse velocities were
carefully measured, with values ranging from 1500 to
2200m/s. However, due to the weight of the cubic
velocity in the b expression, the |b| values measured
were spread over a wide range of values (5–20 to
more than 50). It was decided therefore to conclude
that there was a strong NL behaviour (i.e. related to
an actual microdamage) when the |b| value was
higher than 50. Results could have been presented as
{L

Lsample
 
| DTOFM=DpLFð Þ only, but these would
then be difficult to compare with data found in the
literature. Thus, |b| values less than 50 characterize
classical NL behaviour (microdamage might be too
weak to be detected with DAET). In contrast, the |b|
value higher than 50 cannot be explained only by a
high material velocity value but is related to non-
classical non-linearity and is very probably due to
microdamage. The NL behaviour was mostly asso-
ciated with hysteresis, asymmetry, and significant
dissipative non-linearity, characterizing non-classi-
cal non-linearity due to microcracks. These findings
were always correlated with histology (sample 7,
sample defatted by trichloroethylene, and sample Z).
All measurements were performed at least twice
for each sample. DAET reproducibility was good for
samples with low levels of non-linearity (|b|, 50,
|TOFM|, 3ns). In samples exhibiting high levels of
non-linearity (|b|. 50), DAET reproducibility was
sample dependent. Some samples showed fairly
constant behaviour from one test to the other, and
others presented increased or decreased NL beha-
viour from one test to another. This can be partly
explained by the well-known conditioning effect in
damaged materials (viscoelastic memory effects).
The NL response due to LF stress depends on the
whole stress history of the sample. In future
experiments particular care will be taken with DAET
measurements, to take into account these possible
conditioning effects.
A particular kind of damage was observed in the
histology study, i.e. split trabeculae. To the authors’
knowledge, no previous publication in the bone
literature has reported such damage (or perhaps in
Moore and Gibson [17]). Several aspects of slice
preparation for confocal laser scanning microscopy
analysis could be called into question. In fact, bone
section size used in the present study was much
thicker than those usually reported (300 mm). How-
ever, in general, the confocal laser scanning micro-
scopy results were in agreement with the DAET
results. A surface density of microcracks greater than
0.5 per mm2 was associated with complex and high
NL behaviour (|b| values. 50).
5 CONCLUSIONS
Taken together, the results of the present study
demonstrate that DAET is a sensitive method to
detect microdamage in trabecular bone, although it
is currently limited by the amount of bone crossed
by the US pulses. However, these results could be
improved by paying particular attention to the
measurement chain, especially by optimizing a
low-noise reception amplifier.
A fatigue protocol, combining DAET measure-
ments before and after fatigue and sequential
fluorochrome labelling, is currently being investi-
gated. This will provide validation of DAET sensitiv-
ity to mechanically induced damage.
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